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The “transXend” detector measures X-rays as electric currents and provides the energy 
distribution of the measured X-rays after analysis. Capabilities of material distinction, effective 
atomic number measurement, and low-dose exposure CT with using high K-edge contrast agent 
from the use of the transXend detector in energy-resolved computed tomography (CT) have been 
demonstrated via the first-generation CT measurements. For application of the principle of the 
transXend detector to the third-generation CT for human subjects in future work, a method for 
fabrication of a two-dimensional transXend detector is proposed and demonstrated with using a 
commercial two-dimensional detector and two kinds of strip absorbers.  The energy-resolved CT is 
performed with placing a proposed absorber system in front of a two-dimensional detector which is 
used for conventional current measurement CT. 
Keywords: X-ray; energy distribution; unfolding; computed tomography; energy-resolved 
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1. Introduction 
 The X-ray computed tomography (CT) is a powerful modality for finding tumors such 
as cancers. The X-ray CT measures the attenuation of X-rays by materials inside a subject and 
gives linear attenuation coefficient distribution in tomographic images. Because the linear 
attenuation coefficients of normal and cancer tissues are similar, iodine contrast agent is 
injected into a blood vessel: cancer tissue has higher iodine concentration than normal tissue, 
because the portion of blood vessel of cancer tissue is higher than that of normal tissue. 
The mass attenuation coefficients of acrylic (a substitute for normal tissue) and iodine 
are shown in Figure 1 [1].  The calculated energy spectra of X-rays with using Birch’s 
formula for the tube voltage 80 and 120 kV are also shown in the figure. [2] In conventional 
X-ray CT, X-rays are measured as electric current. The measured electric current I is written 
as follows, 
  𝐼𝐼 ∝ ∫𝐸𝐸 ∙ 𝑌𝑌(𝐸𝐸)𝑑𝑑 𝐸𝐸.                                             (1) 
Here, E is the energy of X-rays and Y(E) is the number of X-rays with their energy E. Because 
the absorption K-edge of iodine is in 33.2 keV in energy, the X-ray attenuation effect by 
iodine is more legible with the tube voltage 80 kV than 120 kV.  In the same way, the effect 
of iodine attenuation is less obvious for thick subject than thin one, because higher energy 
X-rays dominate more after passing a thicker subject.  This phenomenon is called a beam 
hardening effect. [3] 
Energy-resolved computed tomography (CT) uses X-rays within a specific energy 
range of interest. The attenuation effect of iodine can be estimated using X-rays in the energy 
range, for example, 33.5–40 keV. In energy-resolved CT, the attenuation of X-rays by certain 
materials is observed, regardless of the thickness of the subject and the X-ray tube voltage 
used. Energy-resolved CT is also immune to the beam hardening effect, while conventional 
current measurement CT suffers from this effect. 
 Energy measurement of each X-ray, i.e., photon counting, is an ideal method for 
  
energy-resolved CT. However, the number of X-rays arriving at the detector ranges from 106 
to 109 mm−2s−1 and is far too high for photon counting to be performed [4]. The development 
of a high-counting-rate X-ray detector has been a focus of research to enable practical 
application of energy-resolved CT. 
 The authors invented a new detector system, the “transXend” detector, for 
energy-resolved CT [5]. The transXend detector consists of several detector segments that are 
aligned in the direction of the X-rays. The transXend detector measures the X-rays as electric 
currents and provides the energy distributions of the X-rays after analysis, using previously 
obtained response functions. 
 Using the proposed transXend detector, we demonstrated the advantages of 
energy-resolved CT: enhanced iodine contrast [6], material distinction between iodine and 
calcium [7], effective atomic number measurements [8], and low-dose CT with a high K-edge 
contrast agent [9]. The measurements were, however, performed using a first-generation CT 
apparatus: pencil X-ray beams were measured using a detector with translation and rotation 
movements only. To apply the principle of the transXend detector to human patients, CT 
measurements should be performed using a third-generation CT apparatus, where fan- or 
cone-shaped X-ray beams are measured using two-dimensional detectors with rotational 
movement. 
 It may be possible to arrange conventional stacked transXend detectors, which is 
described in Kanno et al. [5], in two dimensions; however, the number of read-out circuits 
required for this would be enormous and dead space between the neighboring transXend 
detectors would be a problem. Along with these disadvantages, the spatial resolution would 
be insufficient, because the segment detectors cannot be made small enough. 
 In this paper, a method to apply the principle of the transXend detector to the 
third-generation CT with using a two-dimensional detector and two kinds of strip absorbers is 
described.  With placing strip absorbers in front of a two-dimensional detector, such as a flat 
  
panel detector in a hospital, energy-resolved CT would be performed. 
 
2. Two-dimensional transXend Detector 
2.1. Principle 
We propose a transXend detector system using a commercially available 
two-dimensional detector and two types of strip absorber. The two-dimensional detector can 
be a flat panel detector, a thermo-luminescent (TL) plate, or an image plate (IP). While the TL 
plate and the IP are integrating-type detectors, they can be used for CT measurement in case 
of observation of an axially-symmetric subject. In this paper, a TL plate was employed for 
demonstrating the operating principle of the two-dimensional transXend detector. 
As shown in Figure 2, strip absorbers A and B are arranged from top to bottom and 
from right to left with a set spacing between them. A two-dimensional detector is then placed 
behind these absorbers. An enlarged portion of the figure shows four different regions, (α), 
(β), (γ), and (δ), in the two-dimensional detector. In region (α), only X-rays that passed 
through the air arrive. Similarly, X-rays that passed through the absorbers A, B and A+B 
arrive at regions (β), (γ) and (δ), respectively. By using 0.1-mm-thick tin and copper for 
absorbers A and B, respectively, the X-ray spectra arriving at each region are calculated as 
shown in Figure 3 for the case of 120 kV tube voltage with tungsten target [2]. The pixels of 
the two-dimensional detector in each region have the roles of segment detectors. By unfolding 
the electric current, i.e., thermo-luminescence in case of TL plate, measured by the pixels in 




 The TL plate dimensions are 80×80×1 mm3. The specifications of the TL plate are 
reported by Shinsho et al. [10]. The tin and copper absorbers are 0.5 mm wide, 0.1 mm thick 
  
and 50 mm long. The tin and copper absorbers are placed on separate 1-mm-thick acrylic 
plates, with spacing between the neighboring absorbers of 0.5 mm. The two acrylic plates 
with the different absorbers are attached to each other with the geometry shown in Figure 2.  
 The experimental setup is similar to that shown in Figure 1 of Yamashita et al. [9]. 
The X-ray tube used is the ERESCO 42 MF4 (GE Sensing & Inspection Technologies, 
Ahrensburg, Germany) with a tungsten target. The X-ray tube has built-in filters made from 
0.8-mm-thick beryllium and 2-mm-thick aluminum. The tube voltages used are 100, 120 and 
150 kV. The tube current and the exposure time are 6 mA and 60 min, respectively.  
 Response function measurements were performed using a diluted iodine tincture with 
thicknesses ranging from 0 to 60 µm at intervals of 15 µm. To avoid the influence of fading 
effect, the thermo-luminescence was measured 1 h after irradiation. The thermo-luminescence 
measurements were performed with the measurement system developed by Shinsho et al. 
[11]: the TL plate was placed on a computer-controlled heater and was heated up to 300℃ at 
a rate of 1℃ ∙s−1. The thermo-luminescence was measured using a charge-coupled device 
camera (ATIK 383L+, Norwich, UK) with pixel size of 5.4 × 5.4 µm2. The procedure 
described above was repeated while adding 10-mm-thick acrylic plates up to a limit of 30 
mm. 
 CT measurements were performed for a 30-mm-diameter cylindrical acrylic phantom. 
The phantom had a 5-mm-diameter hole at its center. This hole was filled with the diluted 
iodine tincture with effective iodine thickness of 30 µm for a 5-mm X-ray path. The measured 




A thermo-luminescence image of the cylindrical phantom and the strip absorbers is 
shown in Figure 4. In the lattice structure, four different regions can be observed. The X-ray 
  
attenuation effect of the iodine is shown at the center of the figure. The number of photons 
averaged for the 2×2 pixels at the center of each region is used as the foreground data.  
These data were taken along a virtual horizontal line with avoiding noises shown as some 
white and black dots.  The thermo-luminescence efficiency of the corresponding position is 
obtained as the number of photons observed after X-ray exposure without placement of the 
phantom. The net photon number for each region of the TL plate is estimated by dividing the 
foreground data by the thermo-luminescence efficiency.  
Using the net photon numbers in the neighboring (α)–(δ) regions, the X-ray energy 
distributions can be unfolded using the SAND-II code [12] with the assigned energy ranges 
shown in Table 1. Because the measured maximum X-ray energy showed that the actual tube 
voltage is less than the indicated voltage, the maximum energies in energy range E4 for each 
tube voltage are assigned smaller than nominal values of 96, 114 and 143 keV for the tube 
voltages of 100, 120 and 150 kV, respectively.  
 
3. Results and Discussion 
 CT images are shown in Figure 5 for the tube voltage of 150 kV obtained by (a) 
energy-resolved CT using the X-rays in energy range E2, and (b) conventional current 
measurement CT measured at region (α). The image reconstructions are performed using the 
filtered back-projection algorithm [13]. The legible artifacts in radial direction are caused by 
the small number of rotation data. These artifacts will not be obvious with increasing the 
number of rotations. The CT value profiles are summarized in Figure 6. Under cone beam 
exposure, the shape of the phantom is enlarged. The current measurement CT profiles are 
shown as negative values to provide a clear comparison. 
 The CT values of the acrylic and iodine regions are averaged for ten and three  
measured points, i.e., the points from 9.5 to 19 mm, and from -0.95 to 0.95 mm in Fig. 6, 
respectively. Obtained results are plotted in Figure 7 for acrylic (squares), iodine (circles) 
  
measured by energy-resolved (solid) and current (open) CT methods. In current measurement 
CT, the CT values of iodine decrease as the tube voltage increases. This is a result of the 
beam hardening effect. In contrast, the values obtained by energy-resolved CT remain fairly 
consistent within the error bars. These unchanging results are the evidence that 
energy-resolved CT has been performed successfully.  
 
4. Conclusion 
 For future application of the transXend detector principle to human bodies, a 
two-dimensional transXend detector was demonstrated using a thermo-luminescent plate and 
two types of strip absorbers. The CT value differences obtained between iodine and acrylic 
regions showed constant values in energy-resolved CT, while they decreased with increasing 
tube voltage in conventional current measurement CT.  
 For on-line readout of the two-dimensional transXend detector, we intend to apply the 
method described in this paper with a Si-based flat panel detector. 
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Figure captions     
 
Table 1.     Assigned energy ranges. Emax is described in the text. 
 
Figure 1   Mass attenuation coefficients of iodine and acrylic as a function of photon 
energy, as well as the calculated X-ray energy spectra with the tube voltages 80 (thin line) and 
120 (thick line) kV. 
 
Figure 2 Schematic of two-dimensional transXend detector made from a 
thermo-luminescent plate and two types of strip absorbers. X-rays with four different energy 
spectra enter the thermo-luminescent plate after passing through (α) the air, (β) absorber A, 
(γ) absorber B, and (δ) absorbers A and B. 
 
Figure 3 Calculated X-ray energy spectra for tube voltage of 120 kV after passing 
through the air (thick solid line), 0.1-mm-thick tin (thin solid line), 0.1-mm-thick copper 
(thick broken line) and both 0.1-mm-thick tin and copper (thin broken line). 
 
Figure 4 Thermo-luminescence image. The black area in the center corresponds to the 
iodine region in the acrylic phantom. 
  
Figure 5 CT images obtained by (a) energy-resolved CT with X-rays in the energy range 
E2, and (b) current CT. The tube voltage was 150 kV. The CT values are shown in terms of the 
linear attenuation coefficient (cm−1). 
 
Figure 6 CT value profiles obtained by energy-resolved CT and current CT with tube 
voltages of 100 (solid line), 120 (broken line) and 150 (dotted line) kV. Current CT results are 
shown as negative values for clear comparison. The CT values are shown in terms of the 
linear attenuation coefficient (cm−1). 
 
Figure 7     Summary of the CT values of acrylic (squares), iodine (circles) measured by 
energy-resolved (solid) and current (open) CT methods. The CT values are shown in terms of 

















Table 1  
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Figure 7 
